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ABSTRACT
The stochastic optimal control formulation for heart rate (HR) regulation during treadmill exercise is
extended here to encompass low-pass characteristics in the compensator and in the input sensitivity
function. The latter governs the response of the treadmill speed command to disturbances arising
from physiological heart rate variability (HRV), and it must be shaped to give appropriate control
loop behaviour.
In a comparative test series involving 20 healthy male subjects, the low-pass compensator was
found to give substantially and significantly lower mean intensity of changes in treadmill speed (1.0
vs. 12.2 × 10−4 m2/s2, low-pass vs. non-low-pass compensators, p = 5.1 × 10−8), but at the cost of a
significant increase inmean root-mean-square trackingerror (2.46 vs. 1.74 bpm,p = 6.5 × 10−6). The
experimental results demonstrated accurate and robust control of HR across the 20 subjects tested,
despite a simple pre-existing nominalmodel having been used for controller design. The results also
provide strong evidence that the magnitude of HRV decreases naturally over time.
The principal design issue in this application is that of suppression of disturbances arising from
HRV, but changes in treadmill speedmust remain acceptable to the runner. The theoretical extension
of the stochastic optimal control problem formulation derived here allows this to be addressed by
appropriate shaping of the key sensitivity functions using two tuning parameters, thus facilitating
the tradeoff between tracking accuracy and control signal intensity.
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1. Notation and abbreviations
q−1 backward shift operator (time domain)
∇(q−1) = (1 − q−1) backward difference operator
∇[x](t) = (1 − q−1)x(t) = x(t) − x(t − 1)
X∗(q−1) = X(q), X∗(z−1) = X(z)
conjugate polynomial (discrete)
z z-transform complex variable (frequency
domain)
RMSE root-mean-square tracking error
P∇u average power of changes in the control signal u,
‘average control signal power’
bpm beats per minute
HR heart rate
HRV heart rate variability
LQ linear quadratic (linear model, quadratic cost
function)
LQLP LQ with low-pass behaviour
LTI linear time invariant
RMS root mean square
CONTACT Kenneth J. Hunt kenneth.hunt@bfh.ch
2. Introduction
Automatic control of heart rate (HR) during treadmill
exercise is important because HR is commonly used
to prescribe exercise intensity for fitness training pro-
grammes (Garber et al., 2011; Pescatello, Arena, Riebe,
& Thompson, 2014). Employment of feedback control
allows target heart rate profiles to be achieved by auto-
matic determination of treadmill speed, e.g. Hunt &
Fankhauser (2016); this obviates the need for the run-
ner to intervene by manually setting speed using the
treadmill’s control panel.
Recent work has demonstrated that the fundamental
dynamic response of HR to changes in treadmill speed
can be adequately represented by a simple first-order lin-
ear model (Hunt, Fankhauser, & Saengsuwan, 2015). Sev-
eral empirical studies have, furthermore, demonstrated
that highly accurate and robust control of heart rate
can be achieved using a single linear time-invariant (LTI)
model of this type (Hunt & Fankhauser, 2016; Hunt &
© 2017 The Author(s). Published by Informa UK Limited, trading as Taylor & Francis Group.
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Maurer, 2016; Hunt & Liu, 2017; Hunt & Hunt, 2016); these
studies employed a single pre-existingmodel from a sep-
arate systems identification study, Hunt et al. (2015), and
did not require identification of the HR dynamics of the
individual runners tested.
Other studies have proposed nonlinear and/or time-
varying approaches for HR identification and control
during treadmill exercise (e.g. references Argha, Ye, Su,
Nguyen, & Celler, 2016; Cheng, Savkin, Celler, Su & Wang,
2008; Lu, Wang, Tai, & Chen, 2016; Scalzi, Tomei, &
Verrelli, 2012; Su et al., 2010; Su, Wang, Celler, Savkin
& Guo, 2007; review and comparison: Hunt & Mau-
rer, 2016), and also for cycle-ergometer exercise (Argha,
Su, & Celler, 2017; Paradiso, Pietrosanti, Scalzi, Tomei
& Verrelli, 2013). These approaches encompass: non-
linear state-space models with a combined mixed H∞
and LQ feedback/feedforward control design (Cheng
et al., 2008); a Hammerstein model and mixed H∞ con-
trol (Su et al., 2007); a Hammerstein model structure
with a model predictive controller (Su et al., 2010); a
nonlinearmodel andnonlinearity-compensation strategy
(Scalzi et al., 2012); and a recurrent fuzzy neural network
method (Lu et al., 2016). A recursive parameter estima-
tion approach has also been proposed for on-line esti-
mation of the parameters of a first-order linear model
(Argha et al., 2016). To date, however, systematic data
whichdemonstratebenefits andwhichmight support the
employment of more complex identification and control
strategies such as these are lacking.
It is of course accepted that theHR response toexercise
is nonlinear and time-varying, but it does not automati-
cally follow that nonlinear and/or time-varying feedback
control is required to achieve high-precision and robust
control; in fact, the evidence reviewed above suggests
otherwise (Hunt & Fankhauser, 2016; Hunt et al., 2015;
Hunt & Hunt, 2016; Hunt & Liu, 2017; Hunt & Mau-
rer, 2016). In a head-to-head comparison, the perfor-
manceoutcomes for linear andnonlinear controllerswere
not significantly different for moderate-to-vigorous exer-
cise intensities; furthermore, nonlinear control was found
to be overly sensitive at low running speed (Hunt & Mau-
rer, 2016).
This evidence strongly suggests that the main design
challenge for HR regulation and control arises from the
existence of wide-spectrum, physiologically-based heart
rate variability (HRV) (Sassi et al., 2015). The existence
of uncertainty in plant model parameters and/or struc-
ture (e.g. nonlinearity, time variability) does not appear
to be the principal issue to be addressed in the design
of feedback controllers for HR. HRV appears in the
plant as an output disturbance, therefore care must be
taken to ensure that the control signal, viz. the tread-
mill speed command, is not too-strongly excited in a
frequency rangewhichwould be negatively perceived by
the runner. It has been elucidated in reference Hunt &
Fankhauser (2016) that ultra-low frequency HRV, result-
ing in very slow changes in speed, are acceptable; at the
other end of the spectrum, high-frequency disturbances
will generally be attenuated above the bandwidth of the
feedback loop; but disturbances in the range close to
the crossover frequency, classified as very-low frequency
HRV (Malik et al., 1996), are critical because unpleasant
excitation of the speed signal can occur.
To address this principal design challenge, a method
for HR control which explicitly shapes the input sensitiv-
ity function, i.e. the transfer function between the HRV
disturbance and the control signal (denoted Uo in the
sequel), has been derived and empirically tested (Hunt
& Fankhauser, 2016). This method allows the gain of Uo
to be set to a specific value at a given critical frequency.
As a minimum, for any other feedback design approach
for HR control, the frequency response of Uo should be
carefully examined during the design process. Alterna-
tive approaches to treadmill HR control, e.g. references
Cheng et al. (2008), Su et al. (2010), Scalzi et al. (2012)
and Lu et al. (2016), have neglected the key points dis-
cussed above. These studies, moreover, have failed to
employ objective outcome measures for evaluation of
control performanceandhave lacked formality and rigour
in empirical assessments.
Theuse of quantitative time-domainperformanceout-
comes arises naturally in the HR control problem, and
suchmeasures have been employed in recentwork (Hunt
& Fankhauser, 2016; Hunt & Hunt, 2016; Hunt & Liu, 2017;
Hunt & Maurer, 2016): root-mean-square (RMS) track-
ing error, Equation (31) below, describes the accuracy
of HR reference tracking. It is also important to quantify
the intensity of changes in treadmill speed, which can
be done using the average power of the control signal,
Equation (32).
Motivated by the importance of these outcome mea-
sures, the HR control task has been formulated within
a stochastic LQ-optimal control framework (Hunt, 1989;
Hunt & Liu, 2017) (here, ‘L’ signifies a linear plant model
and ‘Q’ a quadratic cost function). That work, Hunt and
Liu (2017), identified an explicit link that can be made
between the optimal control cost function and the out-
comemeasures: RMSE and control signal power give sam-
ple estimates of the quadratic terms in the cost function;
their relative importance is set using the control weight-
ing parameter. It was also shown to be convenient to
model HRV disturbances as stochastic processes. These
factors, it was suggested, make the stochastic optimal
method a direct and natural approach to HR control.
However, a limitation of the LQ-optimal controller pro-
posed in Hunt and Liu (2017) is that the compensator
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transfer function, and therefore also the input sensitivity
function Uo of the closed-loop system, did not have
low-pass frequency-domain characteristics: this was a
consequence, viewed in the timedomain, of the compen-
sator being merely causal and not strictly causal (this is
the standard formulation in the stochastic optimal con-
trol approach, Hunt, 1989). Due to this property, the
empirical results obtained in thatwork tended tohave rel-
atively high control signal power, because of the effects
of the non-attenuated high-frequency HRV as already
discussed. In its basic form, therefore, the LQ-optimal
approach did not offer sufficient flexibility to allow shap-
ing of Uo to deal with HRV in specific frequency bands.
To address this deficit, the novel theoretical contri-
bution of the present work is a reformulation of the
stochastic optimal control problem to give low-pass char-
acteristics in the compensator and in the input sensitivity
function: this is achieved by constraining the compen-
sator to be strictly causal, by extending theplantmodel to
include ameasurement noise component, and by deriva-
tion of the corresponding optimal control solution. This
contribution is important because, on the one hand, it
allows quantitative, natural measures of control system
performance to be explicitly incorporated in the objec-
tive function for controller synthesis while, on the other
hand, the low-pass loop properties ensure satisfactory
behaviour of the control signal. These two factors are not,
to our knowledge, directly addressed in any existing HR
control strategy.
The principal empirical contributions, based on a for-
mal test series with 20 subjects using the two quantita-
tive outcome measures described above, are: (i) a formal
statistical comparison of the new low-pass solution and
the existing non-low-pass controller; (ii) an investigation
of changes in physiological HRV over an extended time
period while closed-loop HR regulation is in operation.
These contributions are important for two reasons. Firstly,
the subject cohort is large enough to allowwell-powered,
formal statistical analysis (most previous studies reported
only a small number of individual cases, and had no
statistical analysis). Secondly, possible changes in HRV
over time are considered here for the first time.
3. Methods
3.1. Plantmodel
The nominal plant has the discrete time-domain format
(see Figure 1)
y(t) = Pd(q−1)u(t) + d(t) (1)
= B(q
−1)
A(q−1)
u(t) + C(q
−1)
∇(q−1)A(q−1)ψd(t). (2)
Here, the controlled variable y represents heart rate (HR)
while the control signal u is the treadmill speed com-
mand. Pd = B/A is a strictly causal transfer function link-
ing u and y,
u → y : Pd(q−1) =
B(q−1)
A(q−1)
. (3)
A and B are polynomials in q−1, with A assumed without
loss of generality to be monic. Since B/A is taken to be
strictly causal, the leading coefficient of B (the coefficient
of the term q0) is zero.
Figure 1. Plant model and control structure. The controlled variable y is heart rate (HR); the control signal u is the treadmill speed
command; and the reference signal r is the target heart rate (HR∗). The term u′ is the sample-to-sample change in the control sig-
nal: u = (q−1/∇)u′, ∇ = 1 − q−1 ⇔ u′(t) = u(t + 1) − u(t). The disturbance term d is modelled as a stochastic process ψd driving
a shaping ﬁlter C/(∇A). A second stochastic process, ψn, represents measurement noise, and z is the measurement signal. Transfer
functions: Pd is the nominal plant, Cfb is the feedback compensator and Cpf is a deterministic reference preﬁlter.
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Physiological heart rate variability andother sources of
uncertainty in the controlled variable are lumped into a
disturbance term d, which is modelled as the output of
a filter C/(∇A) driven by a stochastic process ψd ; C and
∇ are polynomials, with 1/∇ integrating ψd by virtue of
the backward difference operator∇(q−1) = 1 − q−1. The
intensity ofψd is denoted σd .
As noted previously, Hunt and Liu (2017), this integrat-
ing stochastic disturbancemodel admits various forms of
heart rate variability including, but not limited to, random
walks, randomsteps at randomtimes, deterministic steps,
or combinations thereof.
The controlled output y is subject to measurement
noise represented by a stochastic process ψn of intensity
σn. The measurement z which is available for feedback is
thus given by
z(t) = y(t) + ψn(t). (4)
It has previously been observed that a first-order
transfer function Pd , when used as the basis of lin-
ear time-invariant feedback design, is sufficient for the
achievement of accurate and robust control of heart rate
(Hunt & Fankhauser, 2016; Hunt & Hunt, 2016; Hunt &
Liu, 2017; Hunt & Maurer, 2016). In this case, Pd takes the
strictly-causal form
Pd(q
−1) = B(q
−1)
A(q−1)
= b0q
−1
1 + a1q−1 . (5)
Furthermore, a previous system identification study
proposed the adoption of a single model for moder-
ate to vigorous exercise intensities, obtained empiri-
cally as the average of 48 individually identified models
(Hunt et al., 2015). The average model has steady-
state gain k=24.2 bpm/(m/s) and time constant 57.6 s.
A sample interval of 5 s was employed here. This
meets contemporary guidelines which recommend hav-
ing approximately 4–10 samples over the rise time
(Åström & Wittenmark, 2011): with this sample interval,
there are approximately 10 samples during the identi-
fied plant time constant of 57.6 s. A sample interval of
5 s has also been employed and found to be appropri-
ate in several previous studies (Hunt & Fankhauser, 2016;
Hunt et al., 2015; Hunt & Hunt, 2016; Hunt & Liu, 2017;
Hunt & Maurer, 2016). Using a sample interval of 5 s, the
discrete-time model Equation (5) is
Pd(q
−1) = b0q
−1
1 + a1q−1 =
2.0121q−1
1 − 0.9169q−1 . (6)
This pre-existingmodel is employed in the sequel for con-
troller calculation. Thus, the controllers evaluated here
were not specifically designed for any of the subjects
tested.
3.2. Controller structure
The feedback compensator Cfb operates on the interme-
diate signal e′ = r′ − z to compute the control signal u
(see Figure 1),
u(t) = Cfb(q−1)e′(t) = Cfb(q−1)(r′(t) − z(t)), (7)
where r′ is the output of anoptional referenceprefilterCpf
which is driven by the reference signal r. In the present
study, Cpf was implemented simply as a static gain, com-
puted to give unity steady-state gain from r to y.
The feedback compensator Cfb is purposely con-
strained in twoways: integral action is obtainedby includ-
ing the factor∇(q−1) = 1 − q−1 in the denominator, and
the compensator is made strictly causal by including a
pure delay term q−1 in the numerator. Cfb thus takes the
form
e′ → u: Cfb(q−1) =
G(q−1)
H(q−1)
· q
−1
∇(q−1) (8)
where G and H are polynomials to be determined by the
cost-functionminimization, with H assumed to bemonic.
Inclusion of integral action in the compensator via
1/∇ is concordant with the integrating disturbance term
1/∇ in the plant, Equation (2). In line with the Inter-
nal Model Principle (Francis & Wonham, 1976), this
ensures zero steady-state tracking error for constant com-
mand and disturbance signals: expressed in the fre-
quency domain, the factor 1 − z−1 in the denominator
gives the compensator infinite steady-state gain, since
limω→0 |Cfb(e−jω)| = ∞ in this case.
The requirement that the compensator be strictly
causal (and not merely causal), achieved via the delay
term q−1 in the numerator, makes the compensator
gain roll off to zero at high frequency, i.e. it has low-
pass character. This in turn, as desired, makes the
feedback loop insensitive toHRVdisturbances at frequen-
cies above the required loop bandwidth. This property
can be understood by frequency-domain considera-
tion of Cfb(z−1): when expressed in terms of z rather
than z−1, the strictly-causal condition gives a compen-
sator transfer function which is strictly proper in z, and
not merely proper. This constraint achieves low-pass
behaviour because limω→∞ |Cfb(e−jω)| = 0 results. As
noted below (Section 3.3), the input sensitivity function
Uo, Equation (9), is also low pass in this case.
3.3. Frequency-domain analysis
As an aid to controller design and empirical perfor-
mance interpretation, two closed-loop transfer functions
are employed. The input sensitivity function, denoted
D
ow
nl
oa
de
d 
by
 [B
ern
 U
niv
ers
ity
 of
 A
pp
lie
d S
cie
nc
es
] a
t 0
5:2
8 1
0 N
ov
em
be
r 2
01
7 
SYSTEMS SCIENCE & CONTROL ENGINEERING: AN OPEN ACCESS JOURNAL 485
Uo, principally describes the response between the dis-
turbance d and the control signal u (it also defines the
response of u to measurement noise ψn and to the fil-
tered reference r′). Shaping of |Uo| therefore governs the
effect of the broad-spectrum heart rate variability distur-
bance in d on the treadmill speed commandu. The design
goal with respect to u is to ensure that this control signal
is not overly excited in frequency rangeswhich are readily
perceptible to the runner.
The sensitivity function, So, is the transfer function
from the disturbance d to the controlled variable y. Thus,
|So|determines thedegree towhichHRVdisturbances are
suppressed by the feedback and, therefore, how accurate
the HR regulation performance will be.
Uo and So are defined as follows:
Input sensitivity function Uo
d → u, ψn → u, r′ → u : Uo(z−1)
= Cfb(z
−1)
1 + Cfb(z−1)Pd(z−1)
= q
−1AG
A∇H + q−1BG =
q−1AG
DcDf
(9)
Sensitivity function So
d → y : So(z−1) = 11 + Cfb(z−1)Pd(z−1)
= A∇H
A∇H + q−1BG =
A∇H
DcDf
(10)
These expressions anticipate the definition of the closed-
loop characteristic equation for the optimal compen-
sator, which is given later, in Equation (14), as A∇H +
q−1BG = DcDf .
It can be seen that, by virtue of the pure delay term
q−1 in the strictly-causal compensator, the input sensi-
tivity function Uo in Equation (9) is also strictly causal.
Consequently, by a similar argument to that employed in
Section 3.2, Uo also has low-pass behaviour.
3.4. Cost function
The cost function defined below, Equations (12) and (13),
penalises weighted sample-to-sample changes in the
control signal, as defined by the intermediate signal u′
(see Figure 1) which is obtained using the inverse of the
integration operator (i.e. differentiation), because
u(t) = q
−1
∇(q−1)u
′(t) ⇔ u′(t) = q∇(q−1)u(t)
= u(t + 1) − u(t). (11)
Compensator polynomials G and H are those which give
the minimum value of a cost function J, defined in the
time and frequency domains as
J = E{y2(t) + ρu′2(t)}
= 1
2π j
∮
|z|=1
(φy + ρφu′)dzz (12)
or, in terms of the signal u, as
J = E{y2(t) + ρ(∇u)2(t)}
= 1
2π j
∮
|z|=1
(φy + ρ∇∇∗φu)dzz . (13)
In the above, ρ is a tuneable control weighting, E is the
expectation operator, and the terms φy etc. represent
signal spectral densities. ∇∗ is defined as the conjugate
polynomial∇∗(z−1) = ∇(z).
3.5. Optimal control solution: low-pass behaviour
The optimal control solution presented here is a special-
ization of the general theory derived in (Hunt, 1989) to
the plant model Equation (2) and strictly-causal compen-
sator structure Equation (8).Moreover, anexplicit solution
to the design equation (14) is derived for the case of a
first-order plant.
In general, the polynomials G and H that minimize the
cost function J satisfy the linear polynomial Diophantine
equation
A∇H + q−1BG = DcDf , (14)
which is the characteristic equation of the feedback loop.
Dc and Df are strictly stable monic polynomials obtained
from the spectral factorisations
DcD
∗
c = BB∗ + A∇ρ∇∗A∗, (15)
DfD
∗
f = CσdC∗ + A∇σn∇∗A∗. (16)
Under the assumption of a first-order plant with a degree
of A of na = 1 (i.e. Equation (5)) the degrees of Dc and Df
are seen to be ndc = 2 and ndf = 2, respectively. Thus, the
characteristic polynomial in (14), whichwedenote as =
DcDf , has degree nφ = 4 and must take the form
(q−1) = 1 + φ1q−1 + φ2q−2 + φ3q−3 + φ4q−4. (17)
Consideration of Equation (14) then shows that a unique,
minimal-degree solution for G and H must have poly-
nomial degrees ng = 1 and nh = 2, whence the opti-
mal strictly-causal compensator structure for a first-order
plant is
Cfb(q
−1) = G(q
−1)
H(q−1)
· q
−1
∇(q−1)
= (g0 + g1q
−1)
(1 + h1q−1 + h2q−2) ·
q−1
(1 − q−1) (18)
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and the Diophantine equation (14) takes the specific
structure
(1 + a1q−1)(1 − q−1)(1 + h1q−1 + h2q−2)
+ b0q−2(g0 + g1q−1) = 1 + φ1q−1 + φ2q−2 + φ3q−3
+ φ4q−4. (19)
An explicit solution is obtained by multiplying out terms
on the left and equating coefficients of like powers on the
left and right sides, viz.
h1 = φ1 − a1 + 1, (20)
h2 = −φ4/a1, (21)
g0 = (φ2 + a1 − h1(a1 − 1) − h2)/b0, (22)
g1 = (φ3 + a1h1 − h2(a1 − 1))/b0. (23)
To summarize, the specifications required for compen-
sator calculation are as follows:
(1) Plant parameters: a1 and b0, Equation (6); polynomial
C, Equation (2); and stochastic process intensities σd
and σn, Equations (2) and (4).
(2) Feedback design: control weighting ρ, Equation (12).
The optimal compensator is then calculated in four
steps:
(1) perform spectral factorisations Equations (15) and
(16) to obtain strictly stable polynomials Dc and Df ,
(2) calculate  as the product DcDf and identify the
coefficients φ1 to φ4 from the form of Equation (17),
(3) calculate compensator coefficients h1, h2, g0 and g1
from Equations (20)–(23),
(4) implement feedback compensator as Cfb(q−1) =
q−1(g0 + g1q−1)/((1 − q−1)(1 + h1q−1 + h2q−2)),
Equation (18).
For both compensators tested in the sequel, a sam-
ple interval of Ts = 5 s was used, the nominal plant was
taken to be that of Equation (6), and C was chosen to
be C(q−1) = 1. For the low-pass compensator, intensi-
ties σd = 1 and σn = 435 were selected. The normal-
ized value σd = 1 was chosen, without loss of generality,
because it is merely the relative values of σd and σn that
affect the result of the spectral factorization Equation (16).
The value of σn was tuned to give a similar degree of
rolloff of the input sensitivity function as employed in
a previous study with a low-pass compensator, Hunt
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Figure 2. Frequency responses for controllers LQ and LQLP.
LQ: optimal controller with non-low-pass input-sensitivity
behaviour. LQLP: optimal controller with low-pass input-
sensitivity behaviour. (a) Input sensitivity function magnitudes,
|Uo|. (b) Sensitivity function magnitudes, |So|.
& Fankhauser (2016): there, as here with σn = 435, the
magnitude |Uo| was −35 dB at frequency 0.01Hz (see
Equation (9) and Figure 2(a)). The control weighting was
set to ρ = 67,000, which is the same value employed
in a previous optimal control study with a non-low-pass
compensator, denoted there as C2 (Hunt & Liu, 2017).
With these specifications, the compensator was calcu-
lated by following the steps summarized above to be
Cfb,LQLP(q
−1) = G(q
−1)
H(q−1)
· q
−1
∇(q−1)
= q
−1(0.001626 − 0.001467q−1)
(1 − q−1)(1 − 1.610q−1 + 0.6729q−2) ,
(24)
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where the suffix ‘LQLP’ denotes a Linearmodel, Quadratic
cost function, and a compensator with Low Pass char-
acteristics. The input sensitivity and sensitivity function
magnitudes for this compensator, |Uo| and |So|, obtained
using Equations (9) and (10), are plotted in Figure 2.
3.6. Optimal control solution: non-low-pass
behaviour
To facilitate a comparative evaluationof thenew low-pass
and the existing non-low-pass compensators, the latter
was designed using the simplified nominal plant model
and corresponding optimal control solution derived and
documented previously, Hunt and Liu (2017). Briefly,
the causal non-low-pass compensator structure was
(cf. Equation (8))
Cfb(q
−1) = G(q
−1)
H(q−1)
· 1∇(q−1) , (25)
the plant model Equation (2) had C(q−1) = 1, and no
measurement noiseψn, Equation (4), was included in the
model, i.e. σn = 0. With σd = 1, these restrictions of the
problem formulation result in Df = 1 (Equation (16)) and
in the simplified design equation (cf. Equation (14))
A∇H + BG = Dc, (26)
which, for a first-order plant model (5), gives the solution
Cfb(q
−1) = G(q
−1)
H(q−1)
· 1∇(q−1)
= (g0 + g1q
−1)
1
· 1
(1 − q−1) (27)
with
g0 = (φ1 − a1 + 1)/b0, (28)
g1 = (φ2 + a1)/b0. (29)
Here, φ1 and φ2 are obtained from the spectral factor-
ization (15), since in this case Df = 1 and  therefore
has the second-degree structure (q−1) = Dc(q−1) =
1 + φ1q−1 + φ2q−2.
Using the plant model Equation (6) and, in common
with the low-pass compensator, taking ρ = 67,000, Cfb
was calculated to be
Cfb,LQ(q
−1) = 0.03343 − 0.02970q
−1
1 − q−1 (30)
(this is compensator C2 in Hunt and Liu (2017)). The
shorter suffix ‘LQ’ is used to distinguish between this non-
low-pass compensator and the low-pass compensator
Cfb,LQLP, Equation (24). The input sensitivity and sensitivity
function magnitudes for this compensator, |Uo| and |So|,
obtained using modifications to Eqns. (9) and (10) (in this
case, Uo = AG/Dc and So = A∇H/Dc), are also plotted in
Figure 2.
3.7. Experimental methods
In order to compare performance outcomes for the
optimal non-low-pass (LQ) and low-pass (LQLP) com-
pensators, 20 healthy male subjects were recruited for
participation in a formal empirical test series; subject
characteristics are summarized in Table 1.
Each subject was testedwith both controllers, with the
two tests for each subject taking place on separate days.
The study design was counterbalanced by changing the
order of presentation of the two controllers, i.e. LQ then
LQLP vs. LQLP then LQ, for consecutive subjects. In total,
therefore, therewere 40 individual tests: 10 subjects were
tested in the order LQ then LQLP, and 10 subjects were
tested in the order LQLP followed by LQ.
Each controller test had a total duration of 45min
(2700 s). The target heart rate HR∗ (reference signal r) was
set to a constant level throughout each test; itwas individ-
ually determined for each subject to be at the boundary
of moderate and vigorous exercise intensities, calculated
according to reference Pescatello et al. (2014) as 76.5%
of age-predicted maximal heart rate, HRmax. Thus, HR∗ =
0.765 × HRmax, where HRmax was taken to be HRmax =
(220 − age)bpm, Shargal et al. (2015).
Real-time control experimentswereperformedusing a
computer-controlled treadmill (type Venus, h/p/cosmos
Sports and Medical GmbH, Nussdorf-Traunstein, Ger-
many) and a chest belt for heart-rate measurement
(model T34, Polar Electro Oy, Kempele, Finland). Further
information regarding the equipment employed is given
in detail elsewhere, Hunt and Fankhauser (2016).
All procedures performed in this study in regard to
the human participants were in accordance with the eth-
ical standards of the local research committee: the study
protocol was reviewed and approved by the Ethics Com-
mittee of the Swiss Canton of Bern. Informed consentwas
obtained from all individual participants.
Table 1. Subject characteristics.
Mean± SD Range
Age/(y) 25.5 ± 6.6 18–52
Body mass/(kg) 79.5 ± 9.0 60–99
Height/(m) 1.81 ± 0.06 1.71–1.94
BMI/(kg/m2) 24.4 ± 2.4 20.3–29.9
Notes: n= 20, all male; SD, standard deviation; BMI, body mass index
(mass/height2).
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3.8. Primary outcomemeasures and statistical data
analysis
The accuracy of output regulation was quantified using
the RMS tracking error,
RMSE =
√√√√ 1
N
t1∑
t=t0
(ynom(t) − y(t))2, (31)
calculated over N discrete sample instants from t0 to
t1, with N = t1 − t0 + 1. In general, ynom(t) is the nomi-
nal output obtained by simulating the closed-loop trans-
fer function from reference r to controlled variable y
(Figure 1). Here, in the case of constant-reference regula-
tion, ynom was set to the target heart rate value HR∗ which
was constant over the evaluation interval, i.e. ynom(t) =
HR∗.
The intensity of the control signal was quantified as
the average power of sample-to-sample changes in the
control signal u using
P∇u = 1N − 1
t1∑
t=t0+1
(u(t) − u(t − 1))2. (32)
This quantity is referred to in the following as ‘average
control signal power’.
As noted previously, Hunt and Liu (2017), RMSE pro-
vides a sample estimate of the expectation E{y2(t)} in
the cost function, Equation (12), while P∇u is a sample
estimate of E{u′2(t)}, the second term in the cost func-
tion.
An overall performance evaluation was carried out,
whereby the primary outcomes RMSE and P∇u were aver-
aged across all subjects and statistically analysed for dif-
ferences in mean values between the two controllers
tested, LQ and LQLP. For this analysis, an overall eval-
uation interval from 500 s to 2700 s (duration 2200 s, or
36min 40 s) was used. The first 500 s were excluded to
Table 2. Primary outcome measures for LQ vs. LQLP controllers and p-values for compari-
son of means (see also Figure 3).
Mean± SD MD (95 % CI)
LQ LQLP LQ - LQLP p-value
RMSE/(bpm) 1.74 ± 0.44 2.46 ± 0.57 −0.73 (−0.97,−0.48) 6.5 × 10−6
P∇u/(10−4 m2/s2) 12.2 ± 6.0 1.0 ± 0.6 11.2 (8.5, 13.9) 5.1 × 10−8
Notes: n= 20; LQ, optimal controller with non-low-pass behaviour; LQLP, optimal controller with low-pass
behaviour; MD, mean diﬀerence of LQ-LQLP; SD, standard deviation; 95% CI, 95% conﬁdence interval
for the mean diﬀerence; p-values, paired two-sided t-tests; RMSE, root-mean-square tracking error; P∇u ;
average control signal power; bpm, beats per minute.
Figure 3. Primary outcomes: data samples for RMSE and P∇u for all 20 subjects for the controllers LQ and LQLP (see also Table 2). The
green lines link the sample pairs from each subject. The red horizontal bars depict mean values (given numerically in Table 2). D = LQ-
LQLP is the diﬀerence between the paired samples. MD is the mean diﬀerence (red horizontal bar), with its 95% conﬁdence interval (CI)
in blue. The value 0 is outwith the respective 95% CI in both cases, indicating a signiﬁcant diﬀerence between the means: this conforms
with p< 0.05 for these variables (Table 2); the black horizontal bars alsomark a signiﬁcant diﬀerence between themeans, where ∗∗∗∗ ⇔
p < 0.0001 (Table 2). (a) RMS tracking error, RMSE. (b) Average control signal power, P∇u.
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Figure 4. Results with controllers LQ (left column of graphs) and LQLP (right column) with the lowest (a,b), median (c,d) and highest
(e,f ) values for RMS tracking error amongst all subjects. In the upper part of each ﬁgure, HR∗ is the heart rate reference (signal r), HRnom is
the target nominal heart rate response (simulated, ynom), and HR is the measured heart rate (controlled variable y). In the lower graphs,
u is the control signal, i.e. the treadmill speed command. The thick red horizontal bars mark the overall outcome evaluation interval
500 ≤ t ≤ 2700 s. RMSE: root-mean-square tracking error, Equation (31). P∇u: average control signal power, Equation (32). (a) LQ, lowest
RMSE: Subject S19. (b) LQLP, lowest RMSE: Subject S17. (c) LQ, median RMSE: Subject S02. (d) LQLP, median RMSE: Subject S14. (e) LQ,
highest RMSE: Subject S04. (f ) LQLP, highest RMSE: Subject S04.
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Figure 5. Correlation between average control signal power and
RMSE for the LQ and LQLP controllers. For LQ, there was a strong,
positive linear correlation with r= 0.86 (p = 1.1 × 10−6). For
LQLP, there was a very strong, positive linear correlation: r= 0.95
(p = 6.6 × 10−11). The green lines link the LQ and LQLP data
samples for each individual subject.
allow initialization transients to settle. The strengthof cor-
relation between RMSE and P∇u was analysed for both
controllers using the sample Pearson correlation coeffi-
cient, denoted r.
To analyse the evolution of heart rate variability over
time, RMSE and P∇u were also computed across the over-
all evaluation interval using amovingwindowof duration
730 s (12min 10 s); thewindowduration of 730 swas cho-
sen to be as close as possible to one third of the overall
evaluation-interval duration (2200 s), bearing in mind the
sample interval constraint of Ts = 5 s.
Furthermore,mean values of RMSE and P∇u for the first
and last 730-s windows, obtained using both controllers,
LQ and LQLP, were statistically analysed for differences
between these two time periods. The first 730-s window,
being the first third of the overall evaluation interval, is
referred to in the sequel as ‘Phase 1’, while the last 730-s
window is referred to as ‘Phase 3’ (it is the third third of
the overall evaluation interval).
Paired two-sided t-tests were used for all hypothe-
sis testing (normality of the data samples was confirmed
in all cases using the Kolmogorov-Smirnov test with Lil-
liefors correction), the null hypothesis in all tests being
that no differences in the mean values existed. For all
comparisons of means, mean differences (MD) and their
95%confidence intervals (CI)were computedandarepre-
sented. The significance level for hypothesis testing was
set to 5% (α = 0.05). Statistical analysis was carried out
using theMatlab Statistics andMachine Learning Toolbox
(The Mathworks Inc., USA).
4. Results
Therewere large and significant differences in both RMSE
andP∇u between the LQandLQLP controllers (see Table 2
and Figure 3). LQ gave more accurate regulation perfor-
mance (lower RMSE) but at the cost of a higher control
signal intensity (higher P∇u): for the LQ vs. LQLP compari-
son,mean RMSE/(bpm)was 1.74 vs. 2.46 (p = 6.5 × 10−6)
and mean P∇u/(10−4 m2/s2) was 12.2 vs. 1.0 (p = 5.1 ×
10−8).
Exemplary test data are presented in Figure 4 for the
LQ and LQLP controllers: the figure shows the results
having the lowest, median and highest values for RMS
tracking error amongst all subjects with each controller.
Strong to very strong correlation between RMSE and
P∇u was observed (Figure 5): for the LQ controller, there
was a strong, positive linear correlation with r=0.86 (p =
1.1 × 10−6); for LQLP, there was a very strong, positive
linear correlation with r=0.95 (p = 6.6 × 10−11).
The values of RMSE and P∇u for the LQ and LQLP
controllers, calculated on a moving window of duration
730 s and averaged across all subjects, showed a consis-
tent downward trend over time (Figure 6). Formal sta-
tistical comparison of the first and last 730-s windows
was conducted (see Table 3 and Figure 7). This analy-
sis showed that, for LQLP, differences in the outcomes
were significant: mean RMSE/(bpm) was 2.66 vs. 2.28
(p=0.031) and mean P∇u/(10−4 m2/s2) was 1.2 vs. 0.9
(p=0.030), first vs. last window. For LQ, therewasmodest
evidence of a difference in average control signal power
– P∇u/(10−4 m2/s2) was 13.1 vs. 11.3 (p=0.082) – but
the difference in RMS tracking error was not significant:
RMSE/(bpm) was 1.77 vs. 1.68 (p=0.43).
5. Discussion
The aims of this work were to derive the stochastic
optimal control solution giving low-pass characteristics
in the compensator and in the input sensitivity func-
tion, to empirically compare the new low-pass solution
(LQLP) and an existing non-low-pass controller (LQ), and
to investigate changes in HRV over time.
The clear and significant differences which were
observed between the LQ and LQLP controllers are in
line with theoretical expectations: generally, there is a
trade-off between the accuracy of regulation and the
cost in terms of control signal intensity; that is, RMSE
can be driven down by stronger suppression of plant dis-
turbances, but this requires more activity in the control
signal.
Specifically, the LQ controller had significantly lower
meanRMSE (1.74 bpm, cf. 2.46 for LQLP), but average con-
trol signal power P∇u was an order of magnitude higher
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Figure 6. Moving averages for RMSE and P∇u, calculated on a moving window of duration 730 s and averaged across all subjects. The
green dots mark the mid-window time points for the ﬁrst and last 730-s windows; the red bars depict the corresponding mean values
(given numerically in Table 3, and also depicted in Figure 7). The red dashed lines show overall mean values across the whole evaluation
interval (Table 2). (a) RMSE, controller LQ. (b) P∇u, controller LQ. (c) RMSE, controller LQLP. (d) P∇u, controller LQLP.
(12.2 vs. 1.0 × 10−4 m2/s2). While the improvement in
tracking accuracy (i.e. lower RMSE) with LQ was statis-
tically significant, it is likely that, from an applications
perspective, the much lower intensity of changes in the
treadmill speed commandwith LQLPwouldbepreferable
to most runners and that the higher level of RMSE seen
with this controller would be regarded as acceptable; a
mean RMSE of 2.46 still represents, in both absolute and
relative terms, highly accurate tracking performance.
The observed differences in outcome measures are
also consistent with the frequency domain analysis of
the input sensitivity functions Uo (Equation (9) and
Figure 2(a)) and the sensitivity functions So (Equation (10)
and Figure 2(b)) for the two controllers. Since Uo is the
transfer function between disturbance d and control sig-
nal u, the low-pass behaviour of Uo in the case of LQLP
(Figure 2(a)) results in substantially lower excitation of
treadmill speed by the HRV disturbance, whence the
lower mean value of average control signal power P∇u.
So, on the other hand, is the transfer function from distur-
bance d to controlled variable y. For the LQ controller, the
bandwidth of So is seen to be substantially higher than
for LQLP (Figure 2(b)), meaning that HRV disturbances
are attenuated over a wider frequency band, thus giving
lower mean RMSE. Additionally, the nominal So for LQLP
has a slight amount of peaking (Figure 2(b)), whichwould
further contribute to higher RMSE with this controller.
The LQ and LQLP controllers thus exemplify the
trade-off between tracking accuracy and control signal
intensity. This gives flexibility in the process of controller
tuning, depending on whether, in a given application
setting, highly accurateHR tracking is thepriority ormain-
tenance of a low-intensity speed command is of greater
importance.
It can be shown that the LQLP formulation provides
sufficient flexibility to achieve a desirable performance
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Table 3. Outcome measures for ﬁrst vs. last 730-s moving-window evaluation
phases with controllers LQ and LQLP, and p-values for comparison of means (see
also Figures 6 and 7).
Mean± SD MD (95 % CI)
Phase 1 Phase 3 Phase 1–Phase 3 p-value
LQ:
RMSE/(bpm) 1.77 ± 0.44 1.68 ± 0.58 0.09 (−0.14, 0.32) 0.43
P∇u/(10−4 m2/s2) 13.1 ± 6.5 11.3 ± 6.7 1.8 (−0.3, 3.8) 0.082
LQLP:
RMSE/(bpm) 2.66 ± 0.78 2.28 ± 0.61 0.38 (0.04, 0.73) 0.031
P∇u/(10−4 m2/s2) 1.2 ± 0.8 0.9 ± 0.6 0.3 (0.0, 0.6) 0.030
Notes: n= 20; LQ, optimal controller with non-low-pass behaviour; LQLP, optimal controller with
low-pass behaviour; Phase 1, ﬁrst 730-swindow; Phase 3, last 730-swindow;MD,meandiﬀerence
of Phase 1–Phase 3; SD, standard deviation; 95% CI, 95% conﬁdence interval for the mean dif-
ference; p-values, paired two-sided t-tests; RMSE, root-mean-square tracking error; P∇u , average
control signal power; bpm, beats per minute.
Figure 7. Outcome comparisons for the ﬁrst and last 730-s windows: data samples for all 20 subjects for the controllers LQ and LQLP (see
also Table 3). R1 and R3 denote RMSE values for the ﬁrst and third evaluation phases (i.e. ﬁrst and last windows), respectively. P1 and P3
are the corresponding P∇u values. The green lines link the sample pairs from each subject. The red horizontal bars depict mean values
(given numerically in Table 3, and also depicted in Figure 6). D = R1–R3, or P1–P3, is the diﬀerence between the paired samples. MD is
themean diﬀerence (red horizontal bar), with its 95% conﬁdence interval (CI) in blue. When the value 0 is outwith the respective 95% CI,
this indicates a signiﬁcant diﬀerence between the means: this conforms with p< 0.05 for these variables (Table 3); the black horizontal
bars also mark a signiﬁcant diﬀerence between the means, where ∗ ⇔ p < 0.05 (Table 3). (a) RMSE, controller LQ. (b) P∇u, controller LQ.
(c) RMSE, controller LQLP. (d) P∇u, controller LQLP.
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Figure 8. Frequency responses of input sensitivity functionUo for
controllers LQ and LQLP,where LQLP is parameterizedwith various
values of measurement noise intensity σn. It is seen that, as σn →
0, LQLP → LQ. The value σn = 435 was employed in the test
series described in the text. LQ: optimal controller with non-low-
pass input-sensitivity behaviour. LQLP: optimal controller with
low-pass input-sensitivity behaviour.
trade-off across the range covered by the specific LQLP
and LQ parameterisations tested above. This can be
implemented in practice by regarding the stochastic
measurement noise intensity σn as a controller tuning
parameter and noting that, as σn → 0, the LQLP prop-
erties tend to those of the LQ controller: when σn → 0,
Equation (16) shows that, under the additional assump-
tions C=1 and σd = 1,Df → 1. Thus, from Equation (14),
the closed-loop poles are completely specified by Dc
alone; furthermore, this solution corresponds to the non-
low-pass LQ controller solution given in Section 3.6.
To further illustrate that the LQLP properties converge
towards those of LQ as σn → 0, the input sensitivity func-
tions Uo for LQLP with a range of values of σn are plotted
in Figure 8.
The strong correlation observed between RMSE and
average control signal power P∇u, with correlation coef-
ficient r around 0.9 (Figure 5), provides evidence that the
magnitude of HRV is an intrinsic physiological property
of each subject: presumably, subjects with a higher level
of HRV have consistently higher RMSE and P∇u, and vice
versa, because theHRV disturbance is the principal driver,
respectively, of both the controlled variable y (via So) and
the control signal u (via Uo).
Analysis of changes in HRV over time, via both trends
in the 730-smovingwindows for RMSE and P∇u (Figure 6)
and formal statistical analysis of the time-related end-
points (Table 3 and Figure 7), gives a strong degree of
evidence that the magnitude of HRV decreases over the
45-min duration of exercise at the moderate-to-vigorous
intensity level. This finding is consistent with a previous
report of substantial and significant decreases in both
RMSE and P∇u during an extended period of running at
similar intensity (Hunt & Fankhauser, 2016).
The evolution of RMSE with the LQ controller mer-
its further discussion since, although the trend is clearly
downwards (Figure 6(a)), the difference between the
endpoint values was found to be non-significant (p
=0.43; Table 3 and Figure 7(a)). This might be explained
by the fact that RMSE was already very low in Phase 1 of
the exercise (mean RMSE 1.77 bpm, Table 3) as a conse-
quence of the relatively dynamic LQ controller parame-
terization. This value of RMSE may be close to some form
of empirical lower bound, thus making further decreases
difficult to observe.
6. Conclusions
The theoretical extension of the stochastic optimal con-
trol problem formulation allows the input sensitivity func-
tion tobedesignedwith low-pass characteristics andwith
a bandwidth that can be influenced directly using noise
intensity σn as a tuning parameter, in addition to con-
trol weighting ρ. This development is important because
it allows the trade-off between tracking accuracy and
control signal intensity to be addressed directly.
The experimental results demonstrated accurate and
robust control of HR across the 20 subjects tested, despite
a simple pre-existing nominal model having been used
for LTI controller design.
The key design issue in this application is that of
suppression of disturbances arising from HRV, whereby
changes in treadmill speed must remain acceptable to
the runner. The results of this work show that this can be
addressed by appropriate shaping of the sensitivity and
input sensitivity functions using the tuning parameters.
The results of this study point to important areas
that can be further investigated in future research.
The observed pattern of decrease in HRV magnitude
is presumably due to ongoing autonomic regulation of
key physiological variables including body temperature,
stroke volume and heart rate; further elucidation of these
physiological aspects would be very helpful in guid-
ing controller design methods. Separate experimental
studies should be designed which are focused on these
specific questions.With regard to feedback control strate-
gies, since the magnitude of the HRV disturbance was
seen to decline over time, particular attention should be
given to controller design and assessment of controller
performanceduring the initial stages of exercise sessions.
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